Arteriovenous fistula following pacemaker lead removal: CT diagnosis.
Arteriovenous fistula formation is a very rare complication of pacemaker lead extraction. Rapid diagnosis is essential due to the life-threatening nature of this complication. CT angiography provides a noninvasive and quick method for assessment.